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Summary. — Nuclear security has strict requirements on hand-held instrumenta-
tion. The detectors have to be neutron sensitive, capable to discriminate between
neutrons and gammas, possibly providing the gamma emitter identification. The
detecting unit has to be compact, low power consuming and integrated into sys-
tems to perform on-line data analysis and to assess the alarm level according to
the international standards. This paper reports an optimization procedure for pulse
shape discrimination algorithms developed for detectors based on neutron sensitive
scintillators coupled to photo-sensors. As a specific case study, data collected for a
volume of EJ 299-34 material coupled to Silicon Photomultipliers were analysed.
1. – Introduction
In the last decades an increasing volume of illicit trafficking of radioactive sources has
been observed representing a threat to national and international security [1]. The threat
arises from terroristic-end purposes as well as from the unauthorised use of radioactive
materials for industrial applications [2]. An additional hazard is represented by the
so-called orphan sources, namely radioactive material illegally disposed of.
The strict enforcement of border controls and the availability of instruments for first
respondents and police units is considered a priority at governmental and international
level. Nowadays different policing instruments exist to face that hazard. The Radiation
Portal Monitors (RPM) are a class of devices intended for a preliminary scan of trucks
or containers at borders or at the entrance of reprocessing facilities where contaminated
radioactive waste can be identified. If a cargo is tagged as suspicious, portable devices
can be used to assess the risk level accordingly to the International Atomic Enery Agency
(IAEA) guidelines [3, 4].
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Fig. 1. – The experimental set-up based on the EJ 299-34 coupled with the Hamamatsu s13361-
3050AE-04 MPPC Array. The Hamamatsu C11204-01 supplies for the bias voltage.
Moreover the counter-actions against non-state actors aiming to build Radiological
Dispersal Devices (RDD), a threat outlined by the IAEA, may benefit from a smart grid of
hand-held devices supplied to police patrols and distributed on the public transportation
network, as, for example, the D3S R© produced by KromekTM [5].
Cost and performance optimization is steering the development of a new class of
hand-held detectors employing solid state scintillation materials coupled to Silicon Pho-
tomultipliers (SiPM) and is exploited by a number of research institutions and companies
in the world [6-11]. The reported activity is part of this research stream. It focuses on
the comparison of Pulse Shape Discrimination algorithms compliant with real-time pro-
cessing, and discusses procedures for the optimization of these algorithms.
2. – Materials and methods
The detecting unit (fig. 1) consists in a bar of EJ 299-34 plastic scintillator coupled to
an array of 16 SiPMs. Each SiPM in the array has dimension of 3×3 mm2 with the main
characteristics reported in table I. A custom front-end electronics module supplies the
bias to the sensor, sums-up the output from the SiPM array elements and amplifies the to-
tal signal, feeding a waveform digitizer [12]. The output from the array has been digitised
with a CAEN DT5720 module, sampling the signal at 250 MS/s with 12 bit resolution.
The reported analyses have been performed off-line on samples of recorded events.
The EJ 299-34 is a plastic scintillator produced by Eljen technologies sensitive to
fast neutrons and γs, with pulse shape discrimination capability [13]. The temporal
development of the light generated by a γ interaction is a sum of 3 decaying exponential
curves with decay times of 15, 35 and 270 ns; the neutron interaction, i.e. scattering
with hydrogen nuclei, produces light with decay time of 15, 50 and 450 ns as reported on
the data sheet. The light yield is 7000 photons per MeV. The scintillator used for the
present work has dimensions of 10 × 10 × 50 mm3 and was wrapped with Teflon tape to
improve the light collection.
Four different discrimination algorithms were compared; the algorithms were selected
to require low computational power aiming for, at a later stage, a real-time FPGA or
DSP module implementation.
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Table I. – Main characteristics of the SiPM array used for this analysis.
Hamamatsu S13361-3050AE - 04
Number of SiPMs 16 –
Single SiPM size 3 × 3 mm2
Pixel pitch 50 μm
VBD 50 V
Vop VBD + 5 V
Gain 1.7 · 106 –
DCR 0.5 Mcps
Cross-talk <5 %
PDEMAX 40 %
Fill factor∗ 74 %
Dead area∗∗ 0.2 mm
∗ Fill Factor referred to a single SiPM.
∗∗ Dead area between two neighbouring SiPMs.
An exemplary illustration of the difference in the temporal development of the scin-
tillation light emission by γs and neutrons is shown in fig. 2. The average signals arise
from 150 events recorded by the system exposed to a 252Cf source and selected in the
energy interval between 1 and 1.5 MeV. The γ-neutron discrimination technique was
selected from the best among the following algorithms.
The compared discrimination algorithms are defined as follows.
• Constant Time: the Constant Time (CT) algorithm discriminates on the basis of
the value of the signal S(t), at time t with respect to the onset, normalized to the
Fig. 2. – Average of 150 pulses from γ and neutron events, normalised to the area under the
signals.
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total signal area [14].
(1) PSD =
S(t̄CT )∫
S(t)dt
,
where t̄CT is the time lapse since the onset of the signal.
• Pulse Gradient Analysis: the Pulse Gradient Analysis (PGA) algorithm discrimi-
nates the pulses on the basis of the value of the signal S(t), at time t with respect
to the onset, normalised to the peak [15].
(2) PSD =
S(t̄PGA)
max{S(t)} ,
where, as above, the t̄PGA is the time lapse since the onset of the signal.
• Charge comparison: the Charge Comparison algorithm (CC) discriminates the
pulses on the basis of the ratio between the integral of the signal tail and the total
signal area [16].
(3) PSD =
∫ tint
tdelay
S(t)dt∫
S(t)dt
,
where tdelay is the time lapse since the onset of the signal from where the integration
window, that last tint, starts.
• Peak-Tail: the Peak-Tail algorithm (PT), originally proposed by the author, nor-
malises the signal to the peak value rather than the total area and considers the
integral value in the tail.
(4) PSD =
∫ tint
tdelay
S(t)dt
max(S(t))
,
where tdelay and tint are defined as for the CC algorithm.
3. – Pulse Shape Discrimination Optimisation
3.1. Energy Calibration. – The radionuclides of interest emit γs with energies that
predominantly interact through the Compton Scattering as the EJ 299-34 has low atomic
number [17]. To provide a reliable energy calibration, a procedure avoiding the usual
Monte Carlo simulation techniques is proposed [18]. The calibration procedure exploits
the use of the maximum deposited energy (eq. (5)) for the Compton scattering interaction
when the Compton edge is fitted with a Gaussian error function.
(5) Emax =
2E2γ
2Eγ + mec2
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Fig. 3. – On the left hand side the 137Cs spectrum obtained with the CsI crystal is reported.
On the right hand side the calibration curve calculated with the use of the photo-peak position
(grey points) is shown. The maximum deposited energy points (blue points) hold to the same
calibration curve.
Since the analytical form of the Compton Edge presents a sharp edge at the maximum
deposited energy value, it has been modelled as a stepwise function (Θ(x)). The stochas-
tic terms, assumed to be Gaussian, convoluted with the Θ(x) give a complementary
Gaussian error function, as shown in eq. (6).
Θ(η) ⊗ G(η) =
∫ +∞
−∞
Θ(η − τ)G(τ)dτ,(6a)
∫ η
−∞
Θ(η − τ)G(τ)dτ = 0,(6b)
Θ(η) ⊗ G(η) =
∫ ∞
η
G(τ)dτ =
∫ ∞
η
e−η
2
dη = erfc(η),(6c)
when η is written as in eq. (7), x0 results to be the ADC channel corresponding to the
maximum deposited energy.
(7) η =
x − x0
σ
√
2
.
In order to verify the reliability of the Compton edge fit, the procedure was tested with
a CsI (10× 10× 15 mm3) crystal, for which both the Compton scattering and the photo-
peak absorption interaction have non negligible cross sections. Along with the calibration
points obtained from the photo-peak energy, based on a Gaussian fit (orange line in fig. 3),
the channels corresponding to the maximum deposited energy were obtained after the
erfc(x) fit (green line in fig. 3) as shown in fig. 3. The R2 for the photo-peak calibration
points is 0.9999. When the maximum deposited energy channels are considered along
with the photo-peak calibration points the R2 decrease to 0.9997. The good agreement
between the maximum deposited energy points and the calibration curve validates the
procedure.
In fig. 4 the Compton edge fit for the 137Cs spectrum obtained with the EJ 299-34 is
reported along with the calibration curve for this plastic scintillator. The 60Co point in
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Fig. 4. – On the left hand side the spectrum of the Compton edge of a 137Cs source collected
with the EJ 299-34. On the right hand side the calibration curve is reported.
fig. 4 refers to the average energy of the two maximum deposited energy related to the
1.3 MeV and 1.1 MeV γs.
3.2. Optimisation procedure. – The optimisation procedure involves the selection of the
parameters that maximize the Figure of Merit (FOM) of the neutron-γ discrimination.
The FOM is defined as follows:
(8) FOM =
|PSDγ − PSDn|
FWHMγ + FWHMn
,
where PSDi is the mean value of the pulse shape discrimination variable distribution in
a given energy window and FWHMi was calculated as 2.355 · σ, since the distribution
can be considered to be Gaussian shaped. This assumption is supported by the value of
the χ2/d.o.f. of the Gaussian fit in fig. 6: 1.007 for the γs distribution and 1.076 for the
neutrons ones. A figure of merit in excess of ∼ 1.3 stands for two distributions with a
misidentification probability below 0.3%, while a FOM of 2 represents a misidentification
probability of the order of 10−4.
The FOM was calculated in the energy window 1–1.5 MeV with a scan over a set of
parameters in order to find the parameters that maximise the FOM. The output of the
optimisation scan for the PT and the CC algorithms is shown in fig. 5; the value of FOM
is reported accordingly to the color legend, where X and Y axes are the value of the
parameters tdelay and tint corresponding to each FOM.
Figure 5 also points out that the PT algorithm presents a wider set of parameters that
guarantees a good discrimination, accounting for its stability. The stability is quantified
with the evaluation of the area in the parameters space where the FOM is above 2; this
area exceed 4 μ s2 for the PT algorithm and is about 2.15μs2 for the CC algorithm.
The PT algorithm applied using tdelay = 160 ns and tint = 6400 ns returns PSD values
in function of energy as plotted in fig. 6. Along with the 252Cf source results for the
60Co and for the 137Cs were also plotted. The distribution of the PSD in the energy
range 1–1.5 MeV is reported in fig. 6 where the FOM of 2.49 ± 0.02 was calculated on
the 252Cf data.
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Fig. 5. – The top figure reports the output for the optimisation procedure applied to the PT
algorithm, while the bottom one reports the result for the CC algorithm. The area in the
parameters space where FOM is > 2 (red dashed line) is ≈ 4 μs2 for the PT and ≈ 2.15 μs2 for
the CC.
The comparison of the algorithms by means of FOM in different energy windows and
the minimum energy that presents a FOM exceeding 1.3 was carried out. The FOM
comparison is reported in fig. 7. The minimum energy is reported in table II together
with the FOM in the energy window 1–1.5 MeV.
In addition to the stability outlined by the optimisation analysis, the comparison of
the PSD algorithms outlines that the Peak-Tail results in a better discrimination.
4. – Conclusions
A new method for the energy calibration of plastic scintillators has been proposed and
validated, along with the comparison of different PSD algorithm after their optimisation.
The Peak-Tail algorithm has been shown to give optimum performances both in the
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Fig. 6. – On the left hand side the distribution of the PSD is shown as a function of energy
for the 252Cf, the 60Co and for the 137Cs. Non linearity and saturation effects, due to the non
linear region of the amplifier, occurs for energy greater than 2.5 MeV. On the right hand side
the distribution of the PSD in the energy interval 1–1.5 MeV is shown with superimposed two
Gaussian fits.
Fig. 7. – FOM in different energy windows for the compared algorithms.
Table II. – FOM in the energy window 1–1.5MeV and the minimum energy that allows for a
FOM greater than 1.3
PT CC PGA CT
FOM 2.49 ± 0.02 2.14 ± 0.01 1.32 ± 0.01 1.09 ± 0.02
min energy 200 keV 300 keV 1 MeV 1.5 MeV
discrimination power and stability. The PT algorithm also discriminates better at lower
energy, making the discrimination possible down to 200 keV. Future studies will consider
the applications of this algorithm to inorganic scintillators useful for thermal neutron
detection and γ spectroscopy.
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